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InsiteIG Model 1500 Suspended Solids Onsite Evaluation  
 
 
During the month of August a Model 1500 SS meter was installed in a WWTP in 
Virginia for evaluation. The meter was compared against grab samples that were 
analyzed in the lab. During the test the meter was not cleaned or calibrated. 
When a grab sample was taken from the basin, the meter reading at that time 
was recorded. The graph below shows the results of the evaluation.  
 

Insite TSS Meter vs. Grab Samples
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